TUCSON POLICE DEPARTMENT
CRIME LABORATORY AfA
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 3000

inspection, and having performed such inspections on Intoxilyzer 5000

4 \R . Serial # [plo=004015 . certifies by her signature:

on Lall'_f(,[‘H . with aresult of 0.08] AC. 0.080 AC,

and on \WWY . with a result of 1.082. AC. 0.081 AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy hLimits

(from _ 0.070 AC. to _0.090 AC) . as defined by R9-14-404 A 3,

No problems were reported concerning this instrument between these

two dates.

ADPS QAS Permut #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me
this_ |G .dayof T L2004
Nnt;’& Public a‘



TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A-R.C. BF=14-404(3A)
AATIZONA DEPARTHENT OF HPALTH SFEAVICES

STAYD2ARD QUALLITY kEEEﬁ,VCE PROCEDDRES 49“
INTOXLIARZD HODZ SC0g«

R T TR T R

AGENcY Tucsern Folics QA SPICIALIST \LQHH‘L A QGN‘J:JS ‘fbtfpo

_dr_yi__ Disglay reagds "HIADY IO STAAT" or "ZUSH SUTTON TG SOxgT
TEST. Y
DIACGHOSTIC TESTS
v’ DV Tast check. Sstting should be betwsen .200 and
L6000, Mode selection switch §2 on, 5I and 53 off or
keyboard menu sslesctien "H'". Reading is _.Y40O A
v Disolay Test check. Mode seldciion switcoh 51 an 2hd 52
and S3 off or KEYDoarc menut selectign WU
T BEripnter Test check., Hode sslection syWitén Si, 52, S53
ofi or keyhpard menu salectign "3
uxf Clock time check. MHode salectien switch 510 an or
keyboard menu sslescvion NE!".
___Iii__ Dats check Mode sglectlen swWwiteh 511 onier xeyvboarzd
meEng s=loecpion "EY
QUEQATITONAT, e oTo
i o Alconol f£raas subjact Tast rasult g, 000 AC
Error recognition logic system functioning
Invalid test printed "
2 Proper sample recognition syscem
Inyalid sampls prin;edvf
: Deficient sample printed.”
L N/a Complatsness of sample purge witi collsction tubs*=*
e Calibrat'nn standard 0. acC
Results: 0.0 % 0.030AE
Instrument opsratl

ng properly and accuratesly. YESY NO

analysis.*w»

*WITHE OR WITSOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEYBOARD
**THIS STEF IS5 ONLY-REQUIRED IF THEIS DEVICE IS BEING USED FOR
SAMPTE CADTURE.

DHS/DSLS/Form C117(Rev.7-33)
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EXHTBIT P

THIE REFORT FREFARED PUREUANT TO DUTY IMPOBED BY
A.A.C. R9-14-404(2)

ARIZONR DEPARTHENT OF HEALTH BFERVICES

STANDARD QUALITY ASdURANCE PROCEDURES
INTOXILYZER MODEL S0Q0»

BTANDARD CALIBRATION CHECXK FROCEDURE

Agency _Tucson Police Department Date {ph””ﬂq Time IDQH

Intoxilyzer Serialf ~{0 w2 Location UL HDG

QA Specialist .1gnn‘|j£r' E%ha mICALEIS

{Print ‘Nama)

{ Jf} 1. Pour a standard alcohaol seolution of known value into a
clean dry simulator jar and assemble the simulatar.
Insure that a tight seal has been mads.
Standard value: 0.0%0 AC

( v/? 2. Turn on the simulator and allow the temperature to
reach I47C0+H:2%EC

{ ,/? 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "

M/s on keyboard menu.
[ ) 4. Attach simulator to the simulator entrance port on the

Ln

Intoxilyzer.

w{fgff .  Intoxilyzer 5000 display reads "READY TQ START" or
"PUSH BULTON".
- Push Start Test button or press entsr on keyboard.
Insert card in response to display.
Air blank completed.
) -+ Calibration check «completed.
///f Test results 0.08 * p.o5C AC
#},vaf - Air blank completed.

(s22) . When display reads Test Complete remgve evidence card.
[ g/f Attach the card to the completed checklist.

- Return mode selection switch #9 to off position after
all calibration checks are complete or type @ and enter

SIGNATURE Gjl;:iiziizjir¥?. (?ﬁi}ﬂklﬁfs

*{WITE OR WITHOUT ég;DR RECIRCULATION AND WITE OR WITHOUT XEYBOARD

BN
N

H a

=t |

=t
ba

DHS/DSLS/Form C116 (Rev.7-93)



TELS REPORAT PREPARED PURSUANT TOQ DOTY Inzg
3

5 0 AR
~14-404 ()

ASIZONA DEPAATMENT OF =EZAlTs

BEZRATICES

AGENCY TUCsSon Police & SPSCTIAITOT \.f j:ﬁ C [:D
SENCY & SPICT] ane - LOOMDS  HblkD
s o o e [Fims Nemea]
INTOXIIYZER SEREAL {QLQ@LLDIS (,'*‘]. L- CATION \’:L.Ll HR
2 o R | W= 7noH I¥Z |lae™ )
4c N
Bt Dlsplay ceads "READY T0 STATTY S= Hoiiot Spimmemsr sm o
- ) =F e L Swan odo e L0 STADT
TEST: " i
DIAGNQSTIC TESTS
v OWM Test check. S=tting shou 2 Datweaen .200 and
.600. MYode selsction. switch i 53 amd S3lsED or
xeyboard menu selection "H" ‘ng iz WHTZo
' = Display Test check. Mods salscts n s¥itch 51 on and 52
‘/ E.ﬁj. 53 it o .:_'Elrrbﬂa:-_"i mEOU =iop EEn i
Printsr Test check., Hods == o soikedy Bi. g3 e
off or kaybosrd menu saloct " a
vfr_ Clock time check. Mode sgls= s+Llvel S0 .an ax
Xeyhboard many selscoigp
vff Cat=z check Modsa sslisction switch Sii on or kevboa=d
m2nu sszlection " T

Invalid test printed
sample ?ecaqri;imn systam

___ff;__ Alconol fres subject Tast rs
— % = ErXrEar ”‘*‘Cﬂﬂ"l“:iﬂﬂ 1::9‘1;: syst

(L

Invalid sample pringed

: Jsficient szmpls print

- N/A Complateness of sampls nurg i
E Calli:lr-?.t‘tt:ri éu.amia. rd 0..080

Inscrumesnt cnﬂ?at1ng properly and accuratsly. IESv/ﬁO__

COMMENTS:

SIGNATURE JMQLL /:o{) CWJDS

M! alcoblgl cnﬁcartvat lon standard collected for subseguenc
Lnalysls.**

*J{ITH OR WITEOUT VAPOR RECIRCULATION AND WITH OR WITEQUT XEYBOARD
**THTH HTE? I8 ONLY REQUIRED TP THIS DEVICE IS BEINMG USED FOR
g2MWLPE CRPT

DHS/DSLS/Form C117 (Rew.7-93)
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Tucson Police Department Crime Laboratory
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EHTRLT

THIH REFPORT PREEPAREDN PURSUANT TC DOTY IHPOSED BY
A.A.C, RI-14-404(R)

ABETIZONA DEPARTHENT OF HEALTE BERVICES

ETANDARD QUALTTY ASSURAMCE PBROCEDURES
INTOIILYZER MODEL S5000#*

=

TANDARD CALTZREATION CEECK PROCZDURE

Agency _Tucson Police Departm=ng Date '”\Q\ﬁ% Tima (00D
Intoxilyzer Serial# ‘ﬂgatﬂﬁfﬁgoca:isﬁ Pul 1y
QX Speciidlist aomlss  Hiplbo
(Print MName)
( v/} 1. Pgur a standard alcohol soluticon of known

va
clean dry simulator jar and assemble the simu
Insure that a tight ssal has been made.
standard wvalue: 0.08%0 AC

Turn on the simulator and alloWw the temperature to
M/ TEach 34T 2.
{ )

,
p—
I
3

3. Set Intoxilyzer maode selectfion in the ACA mods by

switching mode selection switch #9 aon or ssalecting "c*
on keyboard menu.

( <} 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.
A ) 5. Intoxilyzer 5000 display reads “READY TO START" or

WPUSH BUTTON".
ush Start Test button or press enter on keyboard.
gri card 1n response to displayw.

piank complated.
ibration check completed.

£ rasults 0.082AC40.08\ =2c
1 w/a 10. Air blank complsted.
i w/} 1i. When display reads Test Complete ramows evidsncs card.
Attach the card to the completed checklist,

( W/i 12. Raturn mode selection switch #3 to eoff position a
all calibration 'checks are complete or type § and

oIl eyhmard
STGNATURE I éﬁ (ISUwhiiE

aWITH OR WITiDUTC;EEGR RECIRCULATION AND WITE OR WITHOUT KEYSOARD

5
AR

s IO e i | "I:‘l
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ot
o I 1]

K

DHS/DSLS/Form €116 (Rev.7-913)



